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A Computer for Instrumentation Systems 

Problems of interconnection, programming, 
and environment arise in the design of sys- 
tems containing both computers and instru- 
ments. They are solved in advance by this 
new integrated-circuit computer. 

Digital computers and laboratory instruments 
ordinarily make strange bedfellows. They not only have 
difficulty making contact with each other and working 
together, but most computers don"l even feel comfortable 
in the unsympathetic everyday world in which instru- 
ments live. 

In recent years, however, a growing need has arisen 
lor a computer that can work efficiently in instrumenta- 
tion systems. These systems are becoming more numer- 
ous and more complex. Many of them would not be 
feasible without the data processing and flexible control 
that a computer can provide.* 

Because the need for an instrumentation computer 
was not being filled by others, -hp- decided to go ahead 
and build one. feeling that a computer to work with 
instruments could probably be built best by an instru- 
mentation manufacturer. Our new computer is an inte- 
grated-circuit machine which has the computing power 
and special capabilities needed to work well in instrumen- 
• See p. 11 for df striptions o' some ol these systems. 
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tation systems. It does away with three discouraging 
problems that have plagued systems designers in the past: 

— the interface problem, or how to connect the instru- 
ments with the computer so that efficient data com- 
munication can take place 

— the software problem, or how to program the com- 
puter efficiently, using programming systems that 
were not designed with instruments in mind 

— the environmental problem, or how to keep the 
computer working in the unfriendly environments 
in which instruments operate. 

A closer look at these problems and at how the instru- 
mentation computer eliminates them will be the best 
introduction to the new machine and what it can do for 
the systems designer. 

Convenient Computer/Instrument Interfaces... 

Laboratory instruments are unfamiliar input output 
devices for most computers. Seldom is there any ready- 
made, convenient means for connecting an instrument 
to a computer: it usually takes an expensive, custom- 
designed interface. This is true even of some common 
computer input, output devices. For example, if a com- 
puter is not specifically designed to work with a magnetic 
tape unit, and many are not. it may take several thousand 
dollars worth of engineering talent and equipment, plus 
several months, to produce an interface that will allow 
the computer and a tape unit to work together. If a num- 
ber of instruments have to be interfaced, or if the system 
configuration has to be changed, the user's problems are 
multiplied many times, of course. 

. . . Provided by Flexible Input/Output System 

The new instrumentation computer is different; it has 
an extremely flexible input/output system which greatly 
simplifies interfacing to a large number of instruments. 
Within the main frame of the basic computer is a box 
which accepts up to 16 plug-in interface cards (Fig. 1). 
Most instruments and input output devices can be inter- 
faced to the computer with one card each; a few require 
two cards. Accessory modules raise the maximum num- 
ber of interface cards to 48. 



Cover 

To get this striking effect for our March cover, photog- 
rapher Hal Smith placed his lights underneath one of 
the plug-in logic boards from the new -hp- Model 2116A 
Instrumentation Computer Component density on these 
boards is quite high for two-sided (not multi-layer) 
boards — about 200 integrated-circuit flatpacks per 
square foot. Each flatpack is the equivalent of 50 to 100 
discrete components 



Eventually, there will be plug-in interface cards for all 
-hp- instruments which either provide a digital output 
or can be programmed.* At present, cards have been 
designed for more than 20 instruments, including coun- 
ters, nuclear scalers, electronic thermometers, digital 
voltmeters, ac'ohms converters, data amplifiers, and 
input scanners. Interface cards have also been designed 
for most kinds of input output devices, such as magnetic 
tape recorders, teletypewriters, paper tape readers and 
punches, and dataphones. Interfaces for printers and 
card readers and punches are under development. 

Efficient Programming . . . 

Programming systems, or software" in computer jar- 
gon, which have not been designed to work with instru- 
ments can be made to do so only reluctantly and ineffi- 
ciently. The inability of previously available software 
to cope with instruments is never more obvious than 
when the computer and its instruments have to exchange 
data or control signals. 

• Instruments which provide analog outputs can be interfaced with the computer via a 
digilal voltmeter or an analog-to-digital converter. Instruments which require analog 
programming can be interlaced via a digital to-analog converter. 




Fig. I. Operator of new -hp- 21 16.4 Computer change* 
one of the plug-in inter late cOfal ninth make it c</vv to 
connect the computer with laboratory instruments and 
other iflpUf/OUtpUt de\'ne\. This and other features of the 
new machine greatly simplify the task of augmenting an 
instrumentation svstem with a general- purpose computer. 
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Typically, computers in instrumentation systems proc- 
ess data in real time — as soon as it is acquired — rather 
than at some later time. The computer is "on line' con- 
tinually, processing data according to the program pre- 
pared by the user. When an instrument is ready to 
transmit data to the computer, the computer must inter- 
rupt its regular program, determine which instrument is 
requesting service, and load the new data into the proper 
place in the memory. Although this seems simple enough, 
it is not. Unless the computer has been designed to work 
with instruments, it takes a surprisingly long time for 
the computer to scan all of the instruments and find the 
one which has the data to transmit. This time can usually 
be put to better use. What's more, someone — a pro- 
grammer — has to write the programs which tell the 
computer how to talk to each instrument. Data formats 
and codes often differ from instrument to instrument, so 
programs for different instruments may have to be quite 
different. In fact, the software problem may outweigh 
the interface problem when a system is being assembled 
or changed. 

. . . Provided by Multi-Channel Interrupt System . . . 

To allow all of its instruments to be serviced rapidly 
and in real lime, the instrumentation computer has a 
multi-channel priority interrupt system. "Multi-channel" 
is the key word here. The priority of each instrument is 
determined by the slot occupied by its interface card. 



and each slot, or channel, is assigned a different location 
in the computer's memory. When one or more instru- 
ments signal the computer that they are ready to transmit 
data, the computer docs not have to scan the instruments 
in order of their priorities to find out which one has 
produced the interrupt. While other machines may re- 
quire a millisecond or more just to determine which 
instrument is requesting service, the instrumentation 
computer locates the highest-priority interrupting instru- 
ment and its service subroutine in a few microseconds, 
transfers the data, and goes on to the next-lower-priority 
instrument. When all instruments requesting service have 
been serviced, the computer returns to its regular pro- 
gram, having spent a minimum of time away from it. 
Alternatively, interrupt signals from one or more instru- 
ments can be inhibited by the computer, or the computer 
can signal an instrument to make a measurement. 

For those special occasions when even a few micro- 
seconds can't be spared, the new computer will soon have 
direct memory data channels. One of these direct chan- 
nels can be assigned under program control to any input 
output channel, permitting data to be transferred directly 
to memory without going through the normal channels 
(i.e.. through one of the two accumulator registersl. The 
maximum data transfer rate for a direct memory channel 
is 600.000 16-bit words per second, whereas the maxi- 
mum rate for normal channels is about 60.000 words 
per second. 
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. . . and Compatible Software 

Software for the instrumentation computer lias been 
designed to make full use of the flexibility of the input ' 
output ( I O) hardware. A modular control system allows 
programs to be written without concern for the specific 
operating requirements of individual I/O devices, and a 
"software configurator' is furnished which allows the user 
to modify his control system easily to fit different I O 
hardware configurations. Systems can be upgraded (say 
by switching from a low-speed to a high-speed tape 
punch) without changing the program. In other words, 
programming of the instrumentation computer is very 
nearly independent of the I O devices used. 

Programs for the new computer can be written in 
either of two programming languages. FORTRAN or 
assembly language. The computer comes equipped with 
a FORTRAN compiler which operates in the basic mem- 
ory of 4096 16-bit words. The compiler is a program 
which converts any program written in ASA Basic 
FORTRAN — a universally accepted programming lan- 
guage — to the binary machine language that the com- 
puter understands. Actually, the new computer's 
FORTRAN is an augmented version of ASA Basic 
FORTRAN, allowing more flexibility in programming. 

Assembly language, the other programming system, 
is a symbolic language which is closely related to the 
computer's hardware. The assembler, a program which 



converts assembly language programs to binary machine 
language, also operates in the basic 4096-word core 
memory. 

The example below illustrates the two programming 
languages, 

An interesting fact not shown in the example is that 
the instrumentation computer's FORTRAN compiler 
can produce an assembly-language listing of a FOR- 
TRAN program at the same time that it translates the 
program to machine language. This unusual capability 
makes it easy for a programmer to write part of a pro- 
gram in FORTRAN and part in assembly language, and 
then combine the two parts. It is often most efficient to 
write part of a program for the specially-designed instru- 
mentation computer in assembly language, which is 
more closely related to the design of the machine than 
is FORTRAN, a machine-independent language. 

The new computer's modular basic control system 
includes the following software modules: 

— a relocating loader, which loads, combines, and 
initiates the execution of programs or parts of pro- 
grams prepared by the FOR I RAN compiler and 
the assembler. 

— an I/O control, a general I/O device control 
program 

— I/O drivers, which control specific I/O devices. 



Programming the Instrumentation Computer: An example 

PROBLEM Read magnitude and phase, then convert to rectangular coordinates- 
Programmer writes this or this 



FORTRAN program: Written by programmer Mud punched on paper l.ipe 
to* computer •npui 

READ (10) R 
READ (111 THETA 
Y = R-SIN (THETA) 
X = R-C0S (THETA) 



Assembly language program Written by programmer and punched on 
paper tape lor computer input 



FORTRAN compiler Supplied with computer on paper tape Loaded into 
memo'y il cause! computer 10 convert input program written in FOR- 
TRAN lo machine language. 
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Two Other software packages provided with the basic 
control system are: 

— a 'prepare control system' program, used to com- 
bine or modify the elements of the basic control 
system. 

— debugging routines. 

Other software elements which have been designed 
for the instrumentation computer include hardware diag- 
nostic programs for troubleshooting, a symbolic editor 
program which makes it easy to edit or change any pro- 
gram, and a library of subroutines for various mathe- 
matical operations. All of this software is provided on 
punched paper tape. All of it works in the computer's 
basic memory of 4096 1 6-bit words, although the mem- 
ory can be expanded to 16.384 words if desired and the 
software will take full advantage of the additional mem- 
ory. 

Environment Not a Problem 

Unfriendly environments in which instruments must 
commonly work are no problem for the instrumentation 
computer. Unlike most computers, it will not balk at 
temperatures ranging from O C to 55 C. line voltage 
varying ±10%, line frequency varying between 50 and 
70 Hz. and humidity up to 95%. The computer needs 
no air conditioning in order to operate in such environ- 
ments. It can also function normally under conditions of 



electromagnetic interference and vibration that would 
seriously hamper most computers. 

What It Can Do 

Some general categories of problems which can be 
solved easily by the new computer and an appropriate 
combination of standard -hp- instruments are: 

1. Data reduction problem*, in which a large number 
of data points are taken, but only a few answers 
are required. A computer can perform mathemati- 
cal operations, such as integration and convolution, 
thereby greatly reducing the amount of data re- 
quiring human analysis later on. Time savings are 
possible too. because the computer can be on line, 
processing data while measurements are being 
made. 

2. Data transformation and report preparation. Fre- 
quently the data produced by an instrument is not 
in the best form for the user. The computer can 
perform operations such as curve-fitting and lin- 
earization, and then present the data graphically, 
or in other required forms. 

3. Problems which require fast results for feedback 
during a test. When feedback is available, the 
amount of data taken can often be reduced sub- 
stantially by not taking redundant data. The com- 
puter can decide on the basis of previous data what 
new measurements should be made, and then direct 
the proper instruments to make the measurements. 
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Fig. $. Typical application for -hp- It 16 A Computer is controlling detailed tests Of transistors, 
printed circuit cards, or other devices, then presenting processed data in any required form. 
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Fig. 4. liltick diagram ■•/ -hp- 21 lf>A Computer. 



4. System and process control. The computer can 
receive data from instruments which are monitor- 
ing a system or process, operate on this data, and 
make adjustments to the process in order to opti- 
mize its performance. Computer control is auto- 
matic and continuous, and the computer program 
can be changed easily when necessary. 

5. Automatic testing. The computer can cause a device 
under test to be stimulated, monitor its response, 
and reduce the results to any desired form (Fig. 3 ). 
It can perform complex tests quickly and auto- 
matically, and can even keep records of test results 
for statistical analysis. 

Instrumentation computers have been integrated into 
sev eral different systems to perform these and other kinds 
of tasks. Descriptions of four of these systems can be 
found on page I I . 

What's Inside 

So far. I've tried to describe the new computer from 
the point of view of a designer of instrumentation sys- 
tems, emphasizing how this computer differs from others, 
why it differs, and what it w ill do for the systems designer. 
Now, I'd like to take you inside the machine for a closer 
look at certain aspects of its design. 

Fig. 4 is a block diagram of the instrumentation com- 
puter, showing its four major sections, which are: 



1 . an arithmetic section 

2. a memory 

3. a control unit 

4. an input output (I O) System. 

Arithmetic operations and temporary storage of data 
and instructions are accomplished in the nine internal 
registers indicated in Fig. 4. Eight of these are flip-flop 
( integrated circuit) registers. The ninth is a row of toggle 
switches for manual data entry. The contents of all but 
one of the flip-flop registers are available to the program- 
mer, and are displayed on the front panel. 

The A and B registers, called accumulators, execute 
and hold the results of the arithmetic and logical opera- 
tions called for by programmed instructions. These reg- 
isters operate independently, giving the programmer con- 
siderable freedom in program design. (Many small corn- 



Spring Joint Computer Conference 

Hewlett-Packard's new 2116A Computer will be at the 
Spring Joint Computer Conference in Atlantic City, New 
Jersey. April 18-20. 1967, operating with a variety of 
instruments and peripheral devices. Stop in and see us 
at booths E7-E1 1 . 
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Fig. 5. All elements of -hp— 21 16A Computer are acces- 
sible from /rout of cuhinet. Memory modules (the two 
cube-shaped objects protruding from top of backplane) 
can be changed in five minutes. Computer is fully enclosed 
for bench use. weighs only 2 JO lbs. (10.4 kg) and stands 
3lVk inches high (782.4 mm). It can be rack mounted. 

putcrs have only one accumulator; Others have two. but 
they arc not independent.) These two registers can be 
addressed by any memory reference instruction as mem- 
ory locations 00000 and 00001, thus permitting inter- 
register operations, such as 'add (B) to (A), 'compare 
(B) with (A.),' etc.. using a single-word instruction. 

In addition to the nine internal registers, there is an 
input/output buffer register for each instrument or device 
connected to the computer. These I/O buffers are lo- 
cated on the plug-in interface cards. Each interface card 
also contains a flag flip-flop, which is set by the external 
device to indicate that it is ready to transmit data, and a 
control flip-flop, which is set by the computer to inhibit 
or request data transfer, or to cause the external device 
to do whatever it is supposed to do. 

Memory 

The instrumentation computer has a coincident-cur- 
rent core memory system capable of storing 4096 16-bit 
words. A second 4096-word memory module can be in- 
stalled within the computer main frame (Fig. 5), and 
external modules can be added to expand the memory 
capacity to 16.384 words. Another memory option is a 
seventeenth bit in each word, to be used for parity check- 
ing (error detection). Cycle time of the memory, the time 
required to read and write one word, is 1 .6 microseconds. 

Cores used in the memory have low temperature co- 
efficients, and are also temperature compensated in order 
to meet the wide environmental specifications necessary 
for operation in instrumentation systems. Lithium core 



material is used because of its insensitivity to temperature 
variations. 

The memory is organized into 'pages' of 1024 words 
each. One page is designated the 'base' page. There is 
only one base page, regardless of how many 4096-word 
memory modules there are. A one-word program instruc- 
tion stored on one page can order the computer to do 
something with any other word stored on cither the same 
page or the base page, but not with words stored on the 
other pages. Words stored on the other pages have to be 
called out, or 'addressed.' indirectly, using more than 
one word. Thus it is always possible to address 2048 
words (two pages) directly. This is an unusually large 
direct-addressing capability for this size of computer, and 
it makes for more efficient, faster-running programs. 

Instruction Repertoire 

Choosing a set of instructions is the most critical deci- 
sion in the design of any computer. The computer will be 
wired to respond to whatever instructions are chosen, and 
it will respond only to these instructions. If a machine is 
easy to program, if it carries out programs efficiently, it 
is because the instructions have been well designed. A 
look at the instruction repertoire, therefore, will tell a 
knowledgeable person more about a computer than any- 
thing else. 

There are 68 basic instructions in the instrumentation 
computer's repertoire. Fourteen are memory reference 
instructions, which are used when information is to be 
obtained from the memory or stored there, forty-one are 
register reference instructions, used to alter or test the 
contents of the registers, and the last thirteen are input/ 
output instructions. 

Diagrams showing the 68 instructions and how they 
are coded into 16-bit words are presented on page 9. 
There isn't space in this article to discuss all of the in- 
structions in detail, but the diagrams shouldn't be difficult 
to understand, especially if you know something about 
computers. Notice that each instruction has a three-letter 
symbol (mnemonic) which is used in writing assembly- 
language programs. 

Of major significance in the design of the instructions 
is the manner in which several register reference instruc- 
tions can be combined into a single 16-bit word. The in- 



CORRECTION 

In the article S-parameter Techniques tor Faster. More Accurate 
Network Design.' Feb.. 1967. two equations In the table on pages 23 
and 24 contained Incorrect signs The correct equations are 

, _ 0 - y.,) a + y*) + y^y- 
"~ (i+yn)0 + ya)-y«y n 

, _ (» + yj 0 - yj + y^n 
n + y..)U + y H )-yuy.-, 
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siructions in each word are executed in time sequence, 
reading from left to right in the diagrams above, and 
it takes only one memory cycle. 1.6 microseconds, to 
execute all of the instructions in a word. This powerful 
capability of combining instructions makes the instru- 
mentation computer's repertoire equivalent to over 1000 
useful one-word, one-cycle instructions. It lets the pro- 
grammer write extremely compact, efficient programs. 

Several of the individual instructions are tailor-nude 
for instrumentation work. For example, one of the 'shift- 
rotate' group of register reference instructions is ALF (or 



BLF). which causes the word in the A (or B) register to 
be shifted four places to the left in one memory cycle. 
This operation is needed often when translating data 
from the binary-coded-decimal format favored by instru- 
ment designers to the straight binary format used In the 
computer. 

If this instruction (ALF) is written twice in a row. it 
will fit twice into one 16-bit word and will cause the 
computer to exchange the most significant S bits of a 
word with the least significant 8 bits in only one memory 
cycle. This operation is needed in changing from 16-bit 
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words to the 8-bit characters used by teletype or punched- 
tapc units, and vice versa. To be able to do it in one 
memory cycle instead of eight represents quite a lot of 
time saved. 
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Successful 

Instrument-Computer 

Marriages 

Instrumentation computers are designed to 
be easy to incorporate into any system 
which contains electronic, chemical, or 
medical instruments. Here are four remark- 
ably varied examples of how these com- 
puters are being used. 

Computing Data Acquisition System 

Data acquisition systems are the simplest type of instru- 
mentation system. An elementary data acquisition system 
converts data from a number of inputs to a form suitable 
for printing by an output recorder. In more complex 
systems, some processing of the raw data is done, and the 
operation of the system may be controlled to some extent 
by the data. 

Because it can easily carry out complex programs, and 
because its programs can be changed easily, an instru- 
mentation computer in a data acquisition system makes 
control of the system extremely flexible. It also provides 
rapid, local data processing, thereby eliminating the loss 
of time inherent in remote data processing. 

A typical computing data acquisition system is shown 
in Fig. 1 . Such systems are used, for example, in testing 
jet engines: the analog inputs are physical parameters 




I 



PJgi I. Computing data acquisition system can be 
used iii ii variety <>/ scientific and Industrial applica- 
tions, including Jet canine testing (see Fix. 2>. 

such as pressure, temperature, fuel flow, and engine 
speed, and the computer outputs are operating param- 
eters such as efficiency and power, The computer not only 
provides immediate results to help the operator set up the 
test, but also controls some portions of the test, thereby 
making the checkout more automatic. 

Fig. 2 is a block diagram of the system of Fig. I. illus- 
trating its use in jet engine testing. Surprisingly, this 
computing system costs little more than a less flexible 



MEASURING 
DEVICES & 
TRANSDUCERS 
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INLET PRESSURE 
OUTLET PRESSURE 



INLET TEMPERATURE 
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FUEL FLOW 



hp- 2911 
CROSSBAR 
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hp- 240 1C 
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VOITMETER 



hp 2I16A 
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DISPLAY 
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MAGNETIC TAPE. 
TELEPRINTER 
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Fig. 2. Block diagram «i Computing data acquisition system used /or testing jet engines, 
Computer calculates engine cOiciency, power, and Othei perjoniiancc data. 
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Fig. i. —lip— 21 16 A Computer speeds gas chromatography 
hy analyzing outputs of several chromatographs (one is 
visible at tight), freeing chemist to do less tedious tasks. 
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Fig. 4. Illock diagram of microwave impedance-measuring 
system including instrumentation computer. Computer 
controls test instruments, refines measurements, and pre- 
sents results in several forms. 




Fig. 5. -hp- 21 16 A Computer pretests logic cards for 
other -hp- 21 16 A Computers. Tests take only minutes 
per card, would lake months without computer. Computer 
also keeps statistics for quality control. 



noncomputing system capable of performing some, but 
not all, of the same tasks. 

Gas Chromatograph System 

A gas chromatograph is a versatile chemical instru- 
ment which provides an analytical chemist with informa- 
tion about the composition of an unknown sample of 
material. However, it takes a considerable amount of 
interpretation and analysis to extract this information 
from the output of the chromatograph. and analytical 
chemists who do this type of work spend a large portion 
of their time on data reduction. An instrumentation com- 
puter in a chromatograph system can not only free the 
chemist from time-consuming data reduction, but be- 
cause it can analyze the outputs of many instruments, it 
can also greatly increase the number of samples that a 
chemist can test in a day. Fig. 3 shows part of a develop- 
mental system in which an instrumentation computer will 
be used to analyze the outputs of up to 36 gas chromato- 
graphs. 

Microwave Impedance-Measuring System 

A block diagram of an impedance-measuring system 
including an instrumentation computer and a network 
analyzer (Hewlett-Packard Journal. Feb.. 1967) is shown 
in Fig. 4. This system measures the reflection coefficient 
of an unknown device as a function of frequency, then 
calculates impedance, admittance, standing wave ratio, 
return loss, and mismatch loss. Residual errors in the 
system are measured with a calibrating short in place of 
the unknown, and the computer automatically subtracts 
these errors from the measurements. The refined results 
are stored in the computer memory and displayed on the 
oscilloscope. The network analyzer provides a Smith 
Chart display of the raw data. 

Logic Module Test System 

Final testing of a complex system (e.g.. a computer) 
can be greatly simplified by pre-testing the modules or 
cards that make up the system. However, manual testing 
of logic modules can be extremely expensive and time 
consuming, because there are so many inputs and outputs 
to be checked. A computer makes pre-testing practical, 
because it can automatically stimulate the modules and 
monitor their responses. A complete test of a module with 
1 6 inputs would require 2" . or 64.000. different tests. At 
one minute per test, it would take a technician six months 
to test one module. An instrumentation computer can do 
it in less than one minute. The computer can also keep 
statistics on the tests for quality control. 

Logic modules for -bp- instrumentation computers 
are tested by the computer system illustrated in Fig. 5. 
The response of the module under test is compared with 
that of a reference circuit and the operator is alerted if 
the test device's response is not within specified limits. ■ 
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I y aradoxicallv, one of the most often overlooked 
methods of frequency measurement — the pulse dis- 
criminator — happens to be one of the most versatile. 
This apparent contradiction may now have been resolved 
by the development of a new analog frequency meter and 
FM pulse discriminator by the -hp- Frequency and Time 
Division. The new instrument extends the sizeable poten- 
tial of the pulse discriminator principle to frequencies 
where it was not available before, and provides a means 
fur making certain frequency measurements with greater 
convenience, speed, accuracy, and economy. It promises 
to be an excellent solution to the problem of how to 
measure the instantaneous frequencies of bursts, sweeps, 
frequency modulated signals, and phase modulated sig- 
nals. Surprisingly, it may even be more accurate than 
digital instruments for measuring average frequencies 
below about I kHz. 

A precision, all solid-state, analog instrument, the new 
frequency meter measures frequencies between 3 Hz and 
10 MHz. nearly seven times the measurement range of 
older instruments of the same type. It has four kinds of 
frequency readout: a taut-band indicating meter which is 




Fig. I. New -hp- Model 52 10 A 
Frequency Meier and FM 
Discriminator directly measures 
frequencies between 3 Hz and 10 MHz. 
Special log-linear meter scale < 0/1 he 
read accurately within ± / % of 

noting, Discriminator output ti useful 

for measurements of instantaneous 
frequencies of FM signals, 
measurements that are impossible for 
most other frequency measuring 
devices. 



A Wideband Analog Frequency 
Meter and FM Discriminator 



accurate within ± 1 c/ r of reading, a discriminator output, 
and outputs for potentiometer-type and galvanometer- 
type recorders. 

Probably the most important of the four outputs is the 
discriminator output, which provides a pulse train which 
has an average voltage proportional to the instantaneous 
frequency of the input signal. Both the input bandwidth 
(10 MHz) and the output bandwidth (1 MHz) of the 
discriminator greatly exceed those of previous instru- 
ments of this type. Furthermore, these added capabilities 
are readily accessible. An accessory set of plug-in low- 
pass filters makes it possible to remove the carrier- 
frequency components from the discriminator output so 
that the modulation can be recovered. With the filters, 
the new instrument is extremely useful in conjunction 
with an oscilloscope, wave analyzer, or voltmeter for 
measuring swept frequencies, bursts. FM. FM noise. 
ph.iM- noise (sec ]>. IS), .mil ineihaiiit.il lluitei and wow. 

Besides measuring frequencies directly up to 10 MHz. 
the new meter discriminator can also be used to analyze 
high-frequency FM signals such as chirp radar signals, 
telemetry signals, and so on. The high-frequency signal 
can be heterodyned down to less than 10 MHz, or if the 



frequency deviation is large, the signal to be measured 
can be divided down in frequency to less than 10 MHz. 

Principle of Operation and 
Operating Characteristics 

The pulse-discriminator circuit uses an RC time con- 
stant as a standard of frequency to yield an analog output 
for a frequency input. Fig. 2(a) shows a typical input 
signal with frequency modulation. This signal triggers a 
pulse circuit, which generates a train of identical pulses. 
Each pulse has a duration shorter than the period of the 
highest frequency input for the range used, and an area 
which is constant and independent of repetition rate, 
supply voltages, and environmental conditions. Using the 
latest fast components, and taking advantage of the su- 
perior switching characteristics of transistors, the circuit 
can produce such a pulse with up to a 10 MHz input 
frequency, essentially independent of line frequency or 
voltage. The pulse train is shown schematically in Fig. 
2(b). The average value of the pulse train is directly pro- 
portional to the duty cycle and to the input frequency. 

If the input frequency varies the duty cycle of the pulse 
will vary and the average value will then represent the 
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Fig. 2. Waveforms illustrating pulse discriminator principle 
used in new analog frequency meter/ FM discriminator, 
(a) Frequency modulated input waveform, tl'l Constant- 
area pulses generated by frequency meter, one for every 
two input cy> les. (c) Modulating signal, recovered by filter- 
ing discriminator output to remove pulses. Average dis- 
criminator output voltage is 0 V for dc input. -IV for 
input frequency equal to full scale on meter. 
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Fig. ?. Block diagram of Model 5210 A Frequency Meter. 
Internal calibrator, accurate within ± 0.01%. makes meter 
calibration independent of power-line frequency. 



frequency modulation contained in the input signal as 
shown in Fig. 2(b) and 2(c). By using a low-pass filter 
in the discriminator output the carrier pulses can be 
smoothed and the modulation recovered. Modulation 
components whose frequencies are as high as 25% of 
the carrier frequency can be measured. This limit is a 
theoretical one imposed by the modulation-theory re- 
quirement of at least 2 carrier cycles per modulation 
cycle for full recovery of the modulation information. A 
divide-by-tWO circuit (a bistable multivibrator) in the 
discriminator raises this to 4 carrier cycles /modulation 
cycle, setting the upper limit on the modulating frequency 
at 25 % of the carrier frequency. Another limit on the 
highest modulating frequency that can be recovered is 
the 1 MHz 3-d B bandwidth of the discriminator output. 
This is a practical limit imposed by stray capacitance. 

Changing ranges on the discriminator is merely a 
matter of changing RC time constants to change the 
pulse duty cycle. Because it is possible to obtain RC lime 
constants with excellent stability, the accuracy of the 
discriminator output current can be held to 0.2% in 
most cases. 

Fig. 3 is a simplified block diagram of the frequency 
meter. The instrument has a constant-impedance 
MOSFET input amplifier which gives it a wide dynamic 
range and a high (1 Mo) input impedance. Sensitivity 
is adjustable from 10 mV rms to 10 V rms. An internal, 
100 kHz crystal calibrator, accurate within 0.01%. is 
included, freeing the accuracy of the instrument from 
dependence on the power line frequency and giving a 
high degree of repeatability to readings. The TRIGGER 
LEVEL control can be used to set the discriminator to 
trigger precisely at the zero-crossings of the input signal, 
in order to make accurate measurements of incidental 
FM on AM input signals. 

FM Measurements 

Before discussing the more conventional type of fre- 
quency measurement where the long-term average of the 
unknown is equal to its instantaneous value, it is best to 
look at frequency measurements in which the unknown 
is varied from its average value and it is the variations 
that are of interest. This is an area of frequency measure- 
ment that the new meter is ideally suited for. The dis- 
criminator output characteristic is a linear relation with 
0 volts out (average) for 0 frequency and — I volt out 
(average) for a frequency equal to the range setting. 
Compared to other frequency-to-voltage converters that 
have their 0 outputs at some nonzero center frequency 
value, the advantages of the pulse discriminator are 
obvious: the circuit need not be tuned for various input 
frequencies, and the deviation bandwidth is large (equal 
to the carrier frequency). In addition, the linearity of the 
pulse discriminator (see Fig. 4) is quite good, being better 
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than .025% over most of its range. Notice in Fig. 4 thai 
the discriminator is usable out to 12 MHz. 

These very linear, wide-band characteristics result in 
a measuring instrument which yields an accurate output 
that is easily interpreted and used. An important advan- 
tage of the pulse discriminator is that its transfer charac- 
teristic is constant and independent of input frequency, 
making the instrument convenient to use in measuring 
characteristics of FM systems such as modulation index, 
distortion, and frequency response. 

To filter out the carrier-frequency components from 
the pulse discriminator circuit so that the modulation 
can be recovered at the discriminator output, an acces- 
sory set of low-pass filters has been designed. Any upper 
cutoff frequency between 100 Hz and I MHz can be 
obtained with these filters. The filters have a 24 dB per 
octave (80 dB decade) attenuation characteristic in the 
stop band, and their pass band characteristic may be 
made either flat amplitude (Butterworth) or flat delay 
(Bessel). Figs. 5 and 6 show the frequency-versus-ampli- 
tude and step response of these filters, demonstrating the 
superiority of the flat amplitude filter for spectral meas- 
urements and the flat delay filter for time domain meas- 
urements. 

As an example of the use of the filters, assume that 
the maximum modulation frequency on an 80 kHz carrier 
is 8 kHz. and that the frequency deviation is ±15 kHz. 
To recover the modulating signal, an output filter with a 
10 kHz cutoff would be suitable. The lowest-frequency 
component that needs to be filtered out is at half the 
carrier frequency, which in this case is 40 kHz. and the 
attenuation of the filter at this frequency (53 dB) yields 
a carrier ripple of approximately 3.3 mV peak. This is 
a 2.2 Cr ripple on the information we wish to observe. 
On an rms meter this would result in less than 1.1% 
error, and on an oscilloscope the remaining ripple would 
be of little significance. Taking another example of the 
use of these filters, consider a 1 MHz carrier with very 
small deviations, Some quick calculations would show 
that a 200 kHz filter would reduce the 500 kHz carrier 
component in the discriminator output to 30 mV peak. 
With this sort of carrier ripple an -hp- wave analyzer 
could be used to measure rms deviations as small as 
3 or 4 Hz at modulation frequencies up to 200 kHz. or 
20 r f of the carrier frequency. With proper care, devia- 
tions as small as one part in 10* or —120 dB can be 
measured. 

Swept Frequencies 

Two examples of frequencies whose instantaneous 
values differ from their average value, and for which 
measurements by counter techniques are extremely diffi- 
cult or impossible, are short bursts and swept frequen- 
cies. While in some of the more extreme examples that 
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flat-amplitude (Hutlerworthi or flat delay (Bessel). Attenu- 
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f... is adjustable between 100 Hz and I MHz. 



could be examined it is difficult to define what is meant 
by 'frequency.' for many signals of this type significant 
measurements can be made using the new frequency 
meter discriminator and the accessory filter set. 

One limitation on the accuracy with which a rapidly 
changing frequency can be measured using a pulse dis- 
criminator is the ripple due to the carrier components 
on the output. The effect of ripple on the discriminator 
output may be seen in Fig. 7. In this case a 10 kHz filter 
was used to smooth the output from a 0 to 100 kHz 
linear sweep. In Fig. 7. the polarity of the discriminator 
output is inverted, so the output is shown positive instead 
of negative. For the first few cycles, where the discrim- 
inator output is still below the filter cutoff, the ripple is 
quite large compared to the average output. However, 
at 0,6 V (60 kHz) the ripple is at most 4% peak-to-peak 
and at 1 V (100 kHz) it is about 0.5% peak-to-peak. 
(These values can easily be predicted before a measure- 
ment is to be made, because the filter performance is in 
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Fig. 7. Double-exposure oscillogram showing input (lop) 
and discriminator output of new frequency meter with 
accessory 10-kHz flat delay filter installed in discriminator 
output circuit. Input is a O-to-IOO-kHz linear sweep. Lower 
filter cutoff reqttency, say I kHz, would eliminate ripple, 
hut would increase output fall time and lime delay between 
input and output. 
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Fig. 8. Double exposure oscillogram showing 100-ktlz 
burst input and discriminator output of frequency meter 
with 10 kHz. output filter, hnfiltered ripple in discriminator 
output is only 0.b% after first few cycles. 



close agreement wfth theory.) The utility Of the new 
meter in making measurements of this type can be seen 
in Fig. 7. The last two cycles of the sweep do not yield 
the proper increase in frequency, but level off at 100 kHz 
because of modulator saturation. The error of about 
1.5 /f shows up clearly in the analog signal provided by 
the discriminator. 

Excessive ripple in the discriminator output can be 
reduced, of course, by using a low-pass filter with a lower 
cutoff frequency, However, the lower the cutoff fre- 
quency, the greater is the time delay between input and 
output and the slower is the fall time of the output. 

Another application is suggested by the foregoing dis- 
cussion and oscillograms: the meter/discriminator can 
be used as a frequency-to-voltage converter in sweep 
frequency measurements and display systems, eliminating 
the need for accurate sweep generators which are hard 
to obtain with the accuracy and linearity of the pulse 
discriminator. 

Bursts 

A measurement of a burst frequency is shown in Fig. 
8. Here, the filter frequency is 10 kHz and the carrier is 
100 kHz. The observed ripple is near the theoretical 
value of 0.6% peak. It is clear from this trace that the 
ripple is not the only limit on the measurement accuracy 
possible for a short group of input cycles. The rise time 
of the filter also represents a limit on the time required to 
make a measurement within a specified accuracy. Fig. 9 
shows the number of cycles necessary to obtain a given 
accuracy, assuming a step change in frequency and an 
equal division between the error caused by ripple and 
that caused by filter settling time in a Besscl filter. The 
actual value may differ from Fig. 9 by —0 or +1 cycle 
due to the possible delay of the output by 1 cycle in 
the 2 circuit. An example of a relatively crude meas- 
urement of frequency (±4% peak error resulting from 
±2% peak ripple and ±2% error due to the filter 
output's having risen only to 98% of final value) is 
shown in Fig. 10 to illustrate the data given in Fig. 9. 
While it might be possible to measure one period of either 
the 100 kHz signal in Fig. 8 or the 60 kHz signal in 
Fig. 10 with a counter, it would be extremely difficult to 
obtain the cycle-by-cycle data shown here. 

Long-Term' Frequency Measurements 

If the purpose of a measurement is to make an analog 
record of frequency and the accuracy required is less than 
0.2 '< the new frequency meter is useful and is an eco- 
nomic solution to the problem at any frequency. But if 
the measurement frequency is below I kHz the analog 
frequency meter may actually be the most accurate solu- 
tion to the problem, depending upon the constraints on 
the measurement. 
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The lirst assumption, and the prineipal one. in the fol- 
lowing discussion is that the quantity that must he meas- 
ured is frequency, and that period measurement informa- 
tion is less desirable. If we next assume that the gate time 
on a counter is 1 sec (i.e.. that reasonably continuous 
data is required) then using a counter for the above meas- 
urement results in a ± 1 cycle error. At 1 kHz the 0.2% 
recorder current output from the new meter is only one- 
half as accurate as the data from the counter, but below 
500 Hz the recorder current from the new meter is ac- 
tually more accurate than the data from the counter. If 
the data from the frequency measurement is to be used 
as part of a control system or recorded, as noted above, 
the major advantage of the analog meter is not so much 
the improved accuracy as it is the continuousness of the 
data coupled with its accuracy. 

If the ultimate repository of the measured quantity is 
to be a human observer the analog current output must 
in turn be measured to a high accuracy to make use of 
the improved accuracy over counter techniques that is 
possible here. Calibrated offset is an optional feature of 
the new meter which makes accurate readings possible. 
During the calibration procedure a constant current is 
set equal to the full scale discriminator output. Then by 
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Fig. 9. Number of Cytfe$ of hurst needed to achieve a 
given maximum error in hurst-frequency measurement at 
discriminator output o\ frequency meter. 



SPECIFICATIONS 



MOOEL 5210A 
FREQUENCY METER 

FREQUENCY RANGE: 3 Hz to 10 MHz in tlx decade 
ranges from 100 He full scale 10 10 MHx full scale 
Log linear meler allows the discriminator current lo 
oe rend to i% of reading from 10% of full scale up 
EXPANDED SCALE: With a continuously adjustable 
OFFSET control meter and recorder output display 
any 10% of lull teal* expanded to full scale. 
INPUT VOLTAGE 

Sensitivity: Mailmum sensitivity of 10 mV rms from 
20 Hz to 10 MHc_ increasing to 200 mV at 3 Hi 
wit* four attenuator >ango» of 0 01 0 t. 1 0, and 
10 V. 

Overload: 20 V peak on 0 01 V range. 200 V peak on 

0.1 V rengo 500 V peak on higher 'ingei 
Input Impedance: 1 MQ shunted By 30 pF: 10 ML! 
shunted by 10 p' whon usco *iin hp- 10003A 
10 1 divider probe 
ACCURACY 

Discriminator Output Current: 0 2% of reading be- 
low 1 MM; 0 3% of reading on 10 MHi range 

Meier: - •_ of reading from 10% of fuU scale to fu'i 
scale 

Expanded Scale: 0 t% oi full scale tor differential 
treouency readings. 

Calibration: Crystal calibration oscillator at 100 *Mx 
accurale to >''"-. 

Una Voltage and Frequency: Changes m "ne volt- 
age Of ~ (0% and treouency ol 50-1000 Hi cause 
teas than 005% change m output 

Temperature: Frequency reading changes less lhan 
O.Q2V'*C 100 Hz to 1 MHx ranges OWV/'C 
10 MHz range from 0 to +55*C. 
RECORDER OUTPUT 

Level: Potentiometer outputs ol 10 mV and 100 rnV 
ad|uslaMe Irom 9 mV to II mV and 90 mV to 
110 mV tor lull scale, galvanometer output 1 mA 
into 2 *U man for lull scale, adjustable • 10% 
lor 1 kU io 2 M loads 



Linearity: 0 025% of full scale 100 Hz to 100 kHz 
ranges; 0 05% Of lull scale l MHz range. 0.1% 
of full scale 10 MHz range. 

Accuracy: Same as discriminator output current 
above 

Time Constant: Approximately '00 ms. 
DISCRIMINATOR OUTPUT 

Level: Adjustable 0.8 to 1 2 V lor lull scale 

Output Impedance: 1 k'.l constant. 

Linearity: 0.025% of lull scale 100 Hz to 100 kHz 
ranges: 0 05% of full scale ' MHz range. 0.1% 
of lull scale 10 MHz range 

Bandwidth: 3 dB down at g*ca1er lhan I MHz 

Residual FM Noise: >ms line frequency components 
below 300 Hz are 100 dB below the 1 V full scale 
output At other Irequencies the rms noise devia- 
tions are at least 120 dB below Ihe carrier Ire- 
quency when the noise is measured in a 6 Hi 
bandwidth 

POWER REQUIREMENTS: 1 '5 or 230 V ac '10%. 50 
to 1000 Hz at less lhan 12 W 

OPTION 01. CALIBRATED OFFSET 

GENERAL: The calibrated offset provides for display 
oi any ol the 10 major divisions |sls major divisions 
on S210B) on a separate full meter scale line EX- 
PAND scale) Tnls allows frequency measurements 
to be made with higher accuracy than is possible 
using the meler In the NORMAL mode 

ACCURACY- Trie S210A accuracy specillcation is 
changed to the following: 

- 0 2% of full scale (range switch setting) lo» 

100 Mx lo I MHz ranges 
•0 3% Of lull scale frange switch settlngi for 
Ihe 10 MHi range 

TEMPERATURE: The accuracy specification .s in- 
creased by 0.01%/'C of reading on Ihe 100 Hz to 
IMHz ranges and 0 03%/"C ol reading on Ihe 10 
MHz range irom 0'C to S5'C lo* departures Irom 
?5*C when zero and self-calibration adjustments 
are made ut Ihe ambient temperature 

DISCRIMINATOR OUTPUT Same as above except for 
bandwidth 3 dB down at greater than 750 kHz. 

-hp- MODEL 5210B 
GENERAL: Model 52*06 frequency meter is identical 
in construction and circuitry to 52'0* but is cali- 



brated In r/min lor greater convenience in lechom- 
otry applications Option 0t and the -hp- 10531A 
Filter Kn are available for Ihe 5210B The specifica- 
tions are equal to those ol the 5210A on Ihe 100 Hr 
10 100 kHz ranges 

SPEED RANGE: 6000. 60.000; 600.000; 6.000.000 |CAL 
position | t/mln 

MAXIMUM RESOLUTION: 6 r/mln. 



10531 A FILTER KIT 
GENERAL: Consists of three plug-in low pass fillers 
Culoll frequency is adjusted by changing four resis- 
tors In the filler circuit These roslslu's am assem- 
bled on smaller boards thai plug in on the filter 
boards 

FREQUENCY RANGE: The upper cutoff frequency can 
be adjusted Irom 100 Hz to 1 MHz. using three filter 
boards with rsnges Ol 100Hz to 10 kHz. 10 kHz to 
100 kHz and 100 kHz lo 1 MHz The lower cutoff 
IruQuency will vary up lo 10 Hz. depending on the 
ojitornol load resistance used with the tutor 

CARRIER REJECTION: Wnn the output filter thu car- 
rier and its harmonics are (ess than 30 mV rms 
lotal when the filler cutoff is less lhan 15% of the 
carrier 'requoncy and drops to ' 0 mV maximum lor 
filter cutoff frequency less than 5% of the carrier 
frequency. 

OUTPUT IMPEDANCE: The nominal output impedance 
of ih* filter is fiOOV However, maiched loads ere not 
required The low frequency cutoff ol Lhe '(Iter with 
a I0OL- load is less than 6 Hz and lest lhan 3 Hz 
with a 1 KU load. 

OUTPUT LEVEL: Zero to full scale doviat.ons give t V 
open circuit al discriminator output 

TEMPERATURE: 0'C 10 *55"C. 

ALL OTHER 5210 SPECIFICATIONS ARE NOT AF- 
FECTED BV USE OF OUTPUT FILTER 

PRICES: 5210A S575 Opllon 01, add $125 5210B. 

SV0 I0531A Filter Kit S175. 
MANUFACTURING DIVISION 

-hp- Frequency and Time Division 

1501 Page Mill Road 

Palo Alto. California 94304 
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Fig. 10. Oscillogram showing burst-frequency measure- 
ment (0 4% accuracy. Number of cycles needed is 6.3. one 
mere than ihtit \honn in Fin. t because of one-cvcle delay 
in divide-by-two multivibrator. 



choosing a step on a precision current divider equal to 
0.1, 0.2. etc. of the full scale current, the user can sup- 
press the zero of the output to each of these points. The 
current remaining at the output is the difference between 
the calibrated offset current and the discriminator output 
This current is expanded ten times and applied to the 
meter and outputs, resulting in a ten-fold increase in 
resolution. All errors in this circuit result in an absolute 
error of ±0.2% of full scale (0.3% on the 10 MHz 
range). 

Before concluding the discussion of long-term fre- 
quency measurements a few comments on the new taut- 
band meter arc in order. The meter is a specially devel- 
oped movement with a log-linear characteristic. From 
10% of full scale to full scale the meter movement is 
essentially logarithmic, and from 0 to 10% of full scale 
it is approximately linear. The advantage of the log func- 
tion movement is its constant percent-of-reading error (in 
this case 1 % ). Compared to a I 98 -of-f ull-scale move- 
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mcnt. the log-linear movement has better accuracy and 
a wider dynamic range of operation . Li near movements 
typically have ranges in ratios of y 10. but because the 
log-linear movement maintains its 1% accuracy over a 
full 10:1 range, there is no need for these additional 
ranges. In use this meter yields more realistic readings 
than a linear meter since its resolution is about equal to 
its accuracy, rather than exceeding the accuracy as it 
does in linear movements. 
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Phase Noise and 
Phase Modulation 
Measurements with 
the Analog 
Frequency Meter 

| N making phase measurements on phase-modula- 
tion and phase-lock systems, it is frequently the case 
that the steady-state value of the phase is of little interest. 
This is nearly always true in PM systems, since the term 
'modulation' means that the phase of the carrier is being 

varied and. hence, the time derivative of the phase, — . is 

r dt 

not zero. In phase lock loops, the dynamic behavior of 
the system 56OJ is usually of more interest than the 
steady-state error of the loop. 
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When : is not zero, there is a deviation of the carrier 
dt 

frequency from some nominal value, and this change in 
frequency can he measured using the I'M discriminator 
output of the analog frequency meter described in the 
preceding article. This frequency information can readily 
he converted to phase information. In fact, the method 
described here for using the new instrument to obtain 
phase information has distinct advantages over conven- 
tional phase detectors. First, the method does not require 
coherent, phase-locked reference signals, which are fre- 
quently unobtainable anyway. Second, unlike balanced 
mixers and other devices of this type, phase measure- 
ments with the analog frequency mcter/FM discriminator 
are linear, not just an approximation to a linear function 
lor low phase dev iations. 

Obtaining Phase Information 
from the Discriminator Output 

Consider a carrier with phase modulation or phase 
noise. This carrier can be described for most modulation 
signals both random and non-random as a Fourier series 

S(t) = cosfl (I) 

w here 

oc ce 
D =1 2A.X. -f ]T a,.sin2Tf„t + £ b„cos2-f„t (2) 
n = I a — I 

The frequency of such a signal is 

CO cc 

f(t) s 1 d " ~ f, + gaXeosM.t - £ M-sB^t 

- r lU n - I n I 

(3) 

At the discriminator output of the analog frequency 
meter, the output voltage exclusive of carrier-frequency 
components, i.e.. the output voltage with an appropriate 
low-pass filter installed, is 

V,.(t) = - f f (t) volts (4) 
Iks 

where In is the full-scale range factor in Hz V (e.g.. if 
the RANGE switch is set to 10 MHz. f HS is 10 MHz V . 
since V„ = —IV for an input frequency equal to the 
range setting). 

The discriminator output for a PM signal is then, from 
equations I 3 1 and (4). 

to 

V„(t) = -f +£ a /" cos2.f„t 

f,s n _] frs 

- E b f f ' sin2,f.t (5) 
n = I f " 

The dc term /' represents the input carrier frequency. 
In 
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FREQUENCY L <kH») 

Fig. I. Model 52I0A discriminator output voltage vertiu 
frequency, inclndini; lint* «/ constant phase deviation. 
This (■on! of plot is useful for measuring phase modulation 
and phase noise. Setup wot Fig. 2. See text foi theory. 

The amplitude of any sinusoidal component (e.g.. at fre- 
quency f„) of the phase variation of the input carrier can 
be described as 

VV + V = *», _ |S V,,,, radians. (6) 

w here Vp B ' s t' 11 -" amplitude of the component of the dis- 
criminator output voltage having frequency f„. 

The output voltage from the discriminator V h (l) can 
he processed in two ways to yield the value of phase de- 
viation. First, it could be passed through a differentiator 
such as a high-pass filter whose response is f. i.e.. a 
single pole RC filter in the stop band. The difficulty with 
this procedure is that the amplitude of the signal out of 
the filter soon falls below a level at which it is easily 
measured. A more satisfactory technique is to plot the 
discriminator output directly as a function of frequency 
and then to draw lines of constant phase deviation on the 
plot according to 

V,„ l = f"-f„ (7) 
In 

An example of such a plot is show n in Fig. I . As equa- 
tion (7) shows, the amplitude of the discriminator output 
voltage at any frequency f is directly proportional to f, 
as long as the phase deviation and the range factor are 
constant. Hence, in f ig. I. which is a plot of V,., versus 
frequency, lines of constant phase deviation are straight 
lines radiating from the origin. The phase deviation at 
any frequency can be read directly from the plot, or 
V|„, and f„ can be read from the plot and A"„ calculated 
using equations (6) and (7). 
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Fig. I is the result of a phase noise measurement on a 
10-MHz carrier in a 1-GHz phase-lock loop. The setup 
is shown in Fig. 2. The measurement was made at 100 
kHz by mixing the earrier with a 10. 1 MHz stable carrier. 
Mixing does not affect the calibration of the system, since 
the component of the phase deviation of the carrier at 
frequency f„ is 

A*, = Af " 



= f„ 



f„ ' 

where Af„ is the component of the frequency deviation 
of the carrier at a modulation frequency f„. Since neither 
Af„ or f„ is changed by mixing, there is no correction to 
be made in the result if the measurement is made at 100 
kHz instead of 10 MHz. In fact, using a lower range set- 
ting increases the sensitivity of the measurement, as the 
next section explains. 

Sensitivity 

Three types of noise limit the sensitivity of the method 
of phase noise and PM measurements just described. 

/. Input noise. This may be cither additive noise super- 
imposed on the signal or noise added by the input ampli- 
fier of the frequency meter. Assuming that the noise is 
small compared to the signal, the frequency deviation of 
the signal caused by the noise component at frequency 
f„ is. after limiting. 

A„ 
A. 

where A„ and A are the rms amplitudes of the noise 
component and signal, respectively. Notice that the effect 
of the noise is reduced by the factor 1 'A . Because of 
this reduction, input noise (especially that from the input 
amplifier) is usually negligible in comparison with other 
noise sources, although noise superimposed on the input 
signal may be significant if large enough. 

2. Jitter in the puise-discriniinaior trigger circuits. This 
type of phase noise is not a problem in the new instru- 
ment. Measurements have shown that this noise is com- 
pletely masked by the other noise sources. 

.-f. Output noise. This may be additive noise due to the 
output filters, or noise in whatever device is used to meas- 
ure the discriminator output \oltage. The plug-in output 
filters are active filters, and the noise generated by them 
is most noticeable at lower frequencies ( I f noise). 

Fig. 3 gives typical limits on the sensitivity of the 
analog-frequency-meter method of measuring phase. 
These are the limits generally imposed by output filter 
noise. Additive noise supplied with the input signal can 



10MHz_ 
Carrier 



-hp- 105UA 
MIXER 



10. 1 MHz 
Reference 
Signal 



100 kHz 


200 kHz 






LOW PASS 




Carrier 


FILTER 





-hp- 521 OA 
FREQUENCY 
METER 



AN 



-hp- 302A 
WAVE 
IALY7ER 



Fig. 2. Blix:k diagram of setup used to measure 
phase noise on 10 MHz ( airier in phase-lock 
loop. Recorder plot is shown in Fig. I. 
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Fig. y. Typical noise levels on discriminator output of 
Model 5? IDA Frequency Meter. Noise, due principally to 
output Ion-pass filters, limits sensitivity of instrument in 
phase noise measurements. Measurements are accurate as 
long as Vi, at each frequency is above noise level, i.e.. in 
white area of graph. To find phase noise at ficuticin v / 
interpolate between light lines at point on heavy line corre- 
sponding to /.. For example. A8 trm.s phase noise) /"' 
/. — I kHz is 1.4 X Hr" X /»«. where /,» It setting of 
RANGE control. 



degrade this performance. Notice that the ultimate phase 
sensitivity (see equation 7) depends upon the range fac- 
tor l n and may be improved by mixing the signal down 
to a lower frequency. For example the output phase-noise 
level on the 100 kHz range at a noise frequency of I kHz 
is 1.4 X 10 ' radians, whereas the same noise level on 
the 10 kHz range is only 1.4 X 10" radians. This tech- 
nique of mixing down is limited by the requirement that 
the carrier frequency be several times the highest modu- 
lation frequency. Normally, the carrier frequency should 
not be mixed down so far that it is less than 10 times the 
highest modulation frequency to be measured. ■ 

— Peter R. Roth 
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